Computed ultrasound tomography in echo mode (CUTE) allows determining the spatial distribution of speed-of-sound (SoS) inside tissue using handheld pulse-echo ultrasound (US). This technique is based on measuring the changing phase of beamformed echoes obtained under varying transmit steering angles. The SoS is reconstructed by inverting a model describing how the spatial distribution of SoS is related to the spatial distribution of the echo phase shift. CUTE has shown promise as a novel diagnostic modality that complements conventional US in a single, real-time handheld system. In a variety of phantom studies, it however turned out that the originally proposed model does not consistently describe all the experimental results among different geometrical structures. Here we present a new model that resolves this shortcoming. It is distinguished from the old model by two features; First it is based on detecting the phase shift as a function of a combined change of transmit and receive steering angle and secondly it takes into account an additional phase shift induced by the error of the reconstructed position of echoes. We show in a phantom study that the new model leads to consistent SoS reconstruction independent of the phantom geometry, a prerequisite for quantitative in-vivo pulse-echo SoS imaging.
Introduction
Various established imaging modalities such as computer tomography, magnetic resonance imaging, X-ray and ultrasound (US) are an integral part of today's clinical diagnostic practice. Among these, US provides us with real-time display, flexible free-hand probe guidance as well as with the use of non-ionizing radiation. The compact, portable and comparably inexpensive US systems make their use favourable for general practitioners, emergency units and bed-side care. On the downside, classical gray-scale B-mode US often suffers from low sensitivity and non-specific contrast, resulting in complex diagnosis of certain disease types [1] [2] [3] .
To complement classical gray-scale B-mode images with additional structural and functional information in a single multi-modal system, much effort has been placed in developing new ultrasoundbased modalities. This includes Doppler flow imaging, ultrasound elastography [4] [5] [6] [7] [8] [9] and optoacoustic imaging [10] [11] [12] [13] . Another modality could be speed-of-sound (SoS) imaging: the speed of ultrasound waves propagating through tissue reflects disease-related changes within the tissue composition [14] [15] [16] . Breast ultrasound computed tomography (UCT) demonstrates the potential of SoS imaging for the diagnosis of breast cancer [17] [18] [19] . However, UCT is based on a highly specialized, cumbersome through-transmission set-up, which limits its use to acoustically transparent parts of the body, i.e. predominantly the female breast.
INTRODUCTION
To allow SoS imaging with all the flexibility of conventional handheld US and without the need for specialized equipment, various approaches have been presented that reconstruct the SoS based on pulse-echo signals [20] [21] [22] [23] [24] [25] [26] . We recently developed a reflection-mode technique, named computed ultrasound tomography in echo-mode (CUTE), which allows a real time determination of the SoS with high spatial and contrast resolution [27, 28] . Preliminary in-vivo results of imaging the spatial distribution of SoS in the abdomen (see Fig. 1 ) underline the potential of CUTE for diagnosing fatty liver disease via the dependence of liver SoS on lipid concentration. CUTE is based on analysing the spatial distribution of the echo phase in beamformed (using e.g. conventional delay-and-sum algorithm) radio-frequency (rf) mode US images. A deviation of the true SoS from the value assumed for beamforming results in a mismatch between the anticipated and the actual round-trip time of US propagation (henceforth termed 'aberration delay'). A changing value of the aberration delay when detecting echoes under varying angles of ultrasound transmission and/or reception consequently results in a phase shift of these echoes, which is quantified in a spatially resolved way by using e.g. Loupas type phase correlation [29] . Based on a model of how the spatial distribution of SoS relates to the phase shift, the former can be reconstructed. Because it is based on the tissue's internal echoes, CUTE can be implemented using handheld probes without the need for an external reflector, and can therefore be versatilely employed on any part of the (e.g. human) body that is routinely examined using echo US. Knowing the spatial distribution of SoS not only has a strong potential for diagnosis, e.g. of liver steatosis [25, 30] or the differentiation between malignant and benign tissue [31] , but also allows reconstructing conventional B-mode US images with reduced aberration artefacts [32, 33] .
The core of CUTE is the forward model describing how the spatial distribution of the SoS translates into the spatial distribution of echo phase shift. Previously, we proposed an implementation of CUTE where the rf-mode images were acquired under a variety of transmit (Tx) angles, whereas the echoes were detected with a constant receive (Rx) aperture [27] . The model (henceforth termed 'old CUTE model') was based on following key assumptions:
1. Because the Rx aperture is constant, the echo phase shift is entirely determined by the changing aberration delay along the changing Tx propagation directions.
2. The echo phase shift is proportional to the difference in aberration delay along different round-trip paths.
For the sake of low computational cost in view of real-time image reconstruction, we initially proposed a frequency-domain (FD) formulation of this model. This approach however turned out to have one substantial drawback: The FD formulation implicitly assumes the availability of phase shift data everywhere in the imaging plane. Depending on the Tx angle, the Tx wave front, however, reaches only a part of the imaging plane, leaving areas of missing echoes ('Tx shadows') towards the edges of the image. For that reason, the FD formulation can only provide quantitative results when examining a spatially confined SoS contrast region located within the 'view' of all Tx angles. We proposed that the limited data problem is solved when using a space-domain (SD) approach [34] . The advantage of using a SD instead of a FD approach had been verified by a simulation study [35] .
In an extensive phantom study with the goal to demonstrate quantitative imaging in a variety of sample geometries, we however elaborated that the old CUTE model leads to inconsistent results: Accurate SoS values could be reconstructed in phantoms with cylindrical inclusions, whereas phantoms with horizontally layered structures resulted in a factor 2 mismatch between predicted (based on the actual SoS values) and measured echo phase shift.
In this article, we present a new CUTE model of how the SoS relates to the echo phase shift by modifying the two assumptions mentioned above as follows:
1. Even if the Rx aperture is constant while changing the Tx angle, the echo phase shift contains the influence of a virtually changing Rx angle. To avoid ambiguities, we propose to switch from a pure Tx-steering approach to simultaneously steering both, the Tx-and the Rx-angle around a variety of common mid-angles, in an approach similar to the common mid-point gather in seismic imaging [36] .
2. The a priori unknown SoS distribution leads to an error of the reconstructed position of echoes. This error not only depends on the aberration delay, but independently also on the values of the steering angles. As a result, the initially assumed simple proportionality between the aberration delay and phase shift is no longer valid.
In the theory section we focus on a revision of the old and the development of the new CUTE model. In a phantom study, we evaluate the old and the new CUTE model in situations mimicking one of our target clinical applications, namely the diagnosis of liver disease. The presented results reveal that the new CUTE model results in substantially improved quantitative SoS imaging among different phantom geometries. This article concludes with a discussion of the implications of the new CUTE model for in-vivo studies.
Theory
The theory was developed assuming a linear array probe and a 2D geometry of SoS distribution and sound propagation, but can be readily adapted to curved arrays for 2D sector scans, as well as to matrix arrays for 3D imaging. Fig. 2 (a) illustrates the measurement geometry. A linear US probe (parallel to coordinate x) is placed on top of the tissue (at coordinate z = 0), and transmits ultrasound pulses using a variety of different transmit settings, indexed by n. This can either be a variety of different Tx angles as proposed in earlier studies [27, 28] , or a sequential activation of elements or groups of elements. For the sake of simplicity, a sequential activation of single elements is considered in a first step. Two different elements (indexed by j n and j n ) transmit an US pulse, one at a time. The two divergent wave fronts reach a point r = (x , z ) inside the tissue from two different angles φ n and φ n . Intrinsic ultrasound reflectors located in a vicinity around r lead to echoes that propagate back to the surface where they are detected by the different sensor elements (index k) of the array probe resulting in radio frequency (rf) signals s(t, n, k) with the time indexed by t.
In line with previous studies [27] , we propose that a separate rf-mode image u(r, n) is reconstructed from the detected signals for each Tx setting n. The images are reconstructed from the complex (analytic) rf-signal (crf-signal), where the imaginary part of the amplitude is the Hilbert transform (along t) of the initial real-valued rf-signal. The complex signal generated by an isotropic point reflector located at r can be modelled as a product of a complex exponential carrier modulated with a complex-valued envelope G:
where f 0 is the centre frequency (determined by a combination of the probe's frequency response, the ultrasound attenuation and applied filters), and t 0 is the actual round-trip time of the echo. The function G characterises the spatio-temporal impulse response of the system, and depends on r as well as on the receiving element k. The reconstructed crf-amplitude in a point r = r when using delay-and-sum beamforming (DAS) is:
wheret 0 is the anticipated round-trip time for point r. Deviations of the true SoS c(r ) from the anticipated valueĉ(r ) lead to a deviation of the actual round-trip time from the anticipated value. This deviation, termed aberration delay, consists of two parts: one is the delay τ tx (r , n) of the transmitted wave front when propagating towards r , and the other one is the delay τ rx (r , k) of echoes propagating from r to element k, so that t 0 =t 0 + τ tx + τ rx . With the aberration delays, Eq. 2 (r and r are omitted for notational simplicity) becomes:
The old CUTE model The old CUTE model was based on the following rationale: With the bandlimited frequency response of typical clinical US probes, G varies 'slowly' compared to the oscillations of the exponential carrier. For a sufficiently small difference between Tx angles φ n and φ n , the change in τ tx will be small compared to the oscillation period, so that the value of G can be assumed constant and τ tx can be replaced by its average τ tx in the envelope. Eq. 3 is then simplified to:
A map of 'local' echo phase shift Θ(r , n, n ) is determined, defined as local average phase angle of the point-wise Hermitian product between the crf-mode images obtained with Tx settings n and n :
Averaging over a limited area around r ('tracking kernel'), with size ∆x by ∆z, improves robustness of the phase determination. The size of the tracking kernel defines the trade-off between spatial and contrast resolution of CUTE. In the right-hand side of Eq. 4, only the complex prefactor depends on n. In the old model of CUTE, the phase shift according to Eq. 5 was therefore related to the Tx aberration delay τ tx (r , n) alone, as:
In the straight ray approximation, τ tx (r , n) is related to line integrals of slowness deviation ∆σ(r, n), from Tx elements j n to point r
By inverting the forward model consisting of Eq. 6 and Eq. 7 -either in spatial frequency or space domainc is reconstructed from the measurements Θ.
Common mid-angle approach
An important prerequisite to the old CUTE model expressed in Eq. 6 was the assumption that G did not depend on n. This assumption is plausible when considering a point reflector that generates an echo that is well correlated across the probe aperture. In a more general situation, however, the relation between the aberration delay and the phase tracking according to Eq. 5 becomes ambiguous. This is illustrated for two extreme (but commonly found) cases:
• Specular reflector: The echo from a reflector intersecting with r propagates back to the probe along a main direction ψ n -determined by the mirror law -that varies when varying φ n .
• Uniform diffuse scattering: The echoes from a dense (below spatial resolution cell) and random distribution of 'point' reflectors interfere at the aperture. The signal detected by an element k decorrelates with changing n, because the relative round-trip times of the different echoes change in a different way. The decorrelation rate depends on how many echoes interfere, i.e. on the a priori unknown (due to aberrations) Tx focus diameter at r .
In both cases -and also in a more general sense -the temporal profile of the envelope function G in Eq. 1 depends on n. In the same way as for the Tx angles, we assume sufficiently small differences between Rx angles so that the change in τ rx will be small compared to the oscillation period. Then τ rx can be replaced by its average τ rx in the envelope and Eq. 4 can be re-written:
Because G varies with changing n, the phase shift according to Eq. 5 not only depends on the Tx aberration delay but also on the Rx aberration delay, via the complex exponential in the right-hand side of Eq. 8. To avoid ambiguities, we introduce a fundamental change to the CUTE methodology: common mid-angle (CMA) tracking. In this technique, rf-mode images are reconstructed for combinations of various different Tx angles φ n with various different Rx angles ψ m , and the detected echo phase shift is explicitly assigned to the combined effect of Tx and Rx aberration delay. The CMA approach is based on the following observation: Signals obtained under angles (φ n , ψ m ) grouped around the same mid-angle γ = 1 2 (φ n + ψ m ) are well correlated, independent of the spatial distribution of US reflectors. For illustration, Fig. 2(b) shows a scale-up of a small region around point r , containing a number of reflectors. Each reflector is the pivot of an isochrone, a line that connects all points that would lead -for a specific combination of (φ n , ψ m ) -to the detection of an echo at the same time. When changing φ n to φ n without changing ψ m (Fig. 2(c) ), the relative spatial distances between the isochrones change, leading to a decorrelation of the signal that is detected by elements located in direction ψ m . When changing ψ m in opposite direction (Fig 2(d) ), to ψ m such that the mid-angle in the pairs (φ n , ψ m ) and (φ n , ψ m ) is fixed, then the relative spatial distances between isochrones is not altered. One has to keep in mind that reducing the Rx angular aperture goes hand-in-hand with reducing lateral resolution of the rf-mode image. CUTE is based on evaluating echo phase shifts in the beamformed rf-mode image as opposed to the channel data, specifically because this allows to spatially resolve the SoS by spatially differentiating the influence of the SoS on the echo phase shift of different echoes. Reconstructing images with sharp φ n and ψ m would result in total loss of lateral resolution. To maintain (an even though reduced) lateral resolution, images have to be reconstructed with a non-zero Tx and Rx angular aperture instead. For now, we assume that rf-mode images u(r, n, m) can be reconstructed for sharp Rx angles without giving up on spatial resolution. Thereby, n indexes the Tx setting resulting in a Tx angle φ n , m indexes the mid-angle setting corresponding to a mid-angle γ m , and both together result in a receive angle ψ (m,n) . Accordingly, Eq. 5 and Eq. 6 are adapted for the CMA approach to:
The new CUTE model
To derive the new model, we start by introducing a geometric perspective of how aberration delays relate to the echo phase ( Fig. 3 ). A reflector (point or plane) is detected with a specific combination (φ n , ψ m,n ). The total aberration delay (in Fig. 3 (a) larger than zero) leads to a shift of the reconstructed position of the echo, away from the true location of the reflector, to the isochrone for which the anticipated round-trip time agrees with the actual round-trip time. The distance d between the location of the reflector and the isochrone is -according to the geometric considerations depicted in Fig. 3 (a) -given by:
To determine the phase shift, the spatial oscillation period of the reconstructed echo is also required. This follows the same argumentation (see Fig. 3(b) ): The spatial period Λ is given by the distance between two isochrones that are separated by one period in time:
An important prerequisite of the old model was the evaluation of the echo phase shift at the true location of the ultrasound reflector (r was chosen equal to r ). The phase at the true location of the reflector can be calculated from Eq. 11 and 12 to:
Eq. 13 seems to confirm that the phase shift is given by the old CMA model (Eq. 10). However, it is not the phase shift at the true location of the reflector that determines the value of the measured phase shift, but the shift of the reconstructed position of the echo. As a second fundamental modification to the CUTE methodology, this is taken into account by the new CUTE model. Fig.  3 (c) illustrates that the phase shift is given by the ratio between the shift of the echo centroid ∆d and Λ. Even in a case where the phase shift at the true reflector position is zero, the phase shift at the centroid position can be different from zero. Formally, when changing φ n by ∆φ to φ n (so that Ψ m,n changes by −∆φ according to Ψ m,n ), d changes accordingly by:
To simplify the maths, we assume that the signals are bandpass filtered in a way that the spatial period Λ does not change between combinations (n, m) and (n , m ) (this can easily be achieved in practise) and takes, for example, the value:
With this convention, the new CUTE model for the phase shift then is:
The novelty of the new model (Eq. 16) compared to the old model with the CMA approach (Eq. 10) is the division of the aberration delays by the different cosines for the different (n, n ).
MATERIALS AND METHODS

Materials and Methods
Space domain forward and inverse model
For simplicity of formulation of the numerical models and without loss of generality we have chosen a plane wave pulse-echo acquisition approach so that each pixel in the image area is insonified with the same discrete set {φ n } of equidistantly spaced Tx angles. The equidistant spacing of the Tx angles allows choosing -for the CMA approach -a set {γ m } n of common mid-angles that result in a set {ψ m } n of Rx angles that is identical to {φ n }. This allows to make use of data redundancies as explained below. For clarity, we introduce a new notation for the angle set {Φ l } with φ n ∈ {Φ l } and ψ m,n ∈ {Φ l }. For this study, {Φ l } was chosen to be [-25
. Table 1 summarizes the resulting combinations of φ, ψ and γ. Tracking was performed between angle combinations having the same mid-angle γ, indicated in table 1 by fields having the same gray value. Since only one combination of φ, ψ exists for both common mid angles γ = ±25 • , no tracking was performed for these γ. Choosing identical sets of Tx and Rx angles allows making use of data redundancy: In an ideal case, the crf-mode images resulting from interchangeable (φ n | ψ m,n ) angle pairs (Φ l | Φ l ) and (Φ l | Φ l ) are identical by time reversal symmetry. The phase correlation between (Φ l | Φ l ) and (Φ l+1 | Φ l −1 ) and the one between (Φ l | Φ l ) and (Φ l −1 | Φ l+1 ) thus provide redundant data. In a more realistic case slight differences exists between Tx and Rx beamforming. This asymmetry is removed by averaging of the redundant phase correlations.
As mentioned in the introduction, the previously proposed FD formulation cannot account for missing data regions, which complicates a quantitative SoS reconstruction. To avoid such drawbacks, both the old and the new model were implemented in space domain (SD). For this purpose, the measured spatial distribution of echo phase shift as well as the distribution of slowness to be reconstructed were discretised on the same 2D Cartesian grid, as ∆σ(r ) → ∆σ j,k ∆Θ(r , n, n ) → ∆Θ j,k (n, n ) (classical tracking)
∆Θ(r , n, n , m) → ∆Θ j,k (n, n , m) (CMA tracking)
Thereby, the number of nodes (j, k) in x− and z− direction is N j and N k , respectively. The nodes sample the chosen dimensions (X, Z) of a rectangular image area (in our study 40 by 50 mm) with a spatial resolution of (∆x, ∆z) (in our study 1 by 1 mm).
To better demonstrate the benefit of the new CUTE model and to investigate the influence of the CMA approach independently, we implemented the following forward models:
Thereby the w Φ l (j,k,j ,k ) are the integration weights defining the discrete line integral along the US propagation direction with the angle Φ l . Any of the forward models in Eq. 18 to 20 can be written in matrix notation:
For reconstructing the values ∆σ j ,k from the measurements ∆θ j,k , a Tikhonov pseudo-inverse of M is used:
which minimizes the expression
Thereby, D x and D z are finite difference operators in x and z, respectively, and γ x and γ z are regularisation parameters. Regularisation of the spatial gradient of the slowness deviation enforces a smooth slowness profile while letting the mean SoS vary freely.
Data acquisition system
For the experimental study, we used a Vantage 64 LE (Verasonics Inc., WA, USA). This research ultrasound system allows simultaneous ultrasound transmission on 128 channels and parallel digitisation of signals on 64 elements, with real-time data transfer via a PCI Express link to a host computer for further processing. The system was connected with an L7-4 linear vascular probe (ATL Philips, WA, USA) for pulse-echo signal acquisition. This probe features 128 elements at a 0.29 mm pitch (resulting in 38.4 mm aperture length), and a bandwidth from 4 to 7 MHz with 5 MHz centre frequency. We implemented a dedicated scan sequence for the acquisition of plane-wave pulse-echo data with Tx angles φ ranging from -27.5 • to 27.5 • in 0.5 • steps. To use the full probe aperture on receive, echoes were recorded twice for each Tx angle, once on each of two 64-element sub-apertures.
CRF-mode image reconstruction and phase tracking
Crf-mode images were reconstructed off-line for each Tx angle from the raw crf data using a delay-and-sum (DAS) algorithm. Crf-mode amplitudes were calculated on a rectangular grid, with dimensions 38.4 mm in x (aperture length) by 50 mm in z direction and with spatial resolution dx = 0.29 mm in x (pitch) by dz = 0.037 mm in z. At each grid node with coordinates (x, z), the anticipated round-trip timest 0 (x, z, φ, k) to each receiving element k were calculated based on the anticipated SoSĉ.
The weights α(x, z, k) were designed to provide (within the limits of the aperture length) a receive angular aperture of ± 30 • . Crf-mode images reconstructed from single plane wave data contain a substantial level of clutter due to higher order echoes that contribute to echo phase tracking noise.
To reduce clutter, crf-mode images were coherently averaged over groups of Tx angles (coherent plane wave compounding). This was performed in a way to obtain compounded crf-mode images with centre Tx angles φ ∈ [−25 • : 2 • : 25 • ]. Around each centre angle, images were compounded over a Tx angle radius of 2.5 • . The angle step (2 • ) was chosen small enough to ensure robust echo phase tracking, whereas for larger angle steps, the correspondingly larger phase shifts resulted in phase aliasing. For the CMA approach, each crf-mode image was transformed to a sequence of crf-mode images for different receive steering angles Ψ ∈ [−25 • : 5 • : 25 • ]. This was achieved by directional filtering of the already reconstructed crf-mode images. For this purpose, the 2D discrete Fourier transform was calculated, and the resulting spatial frequency spectrum was multiplied with an angle-dependent weighting function to highlight a specific mid-angle. The angular radius of the weighting function was chosen ± 1.25 • , resulting in an implicit Rx angular aperture radius of 2.5 • , equal to the Tx angle radius.
Phase tracking
The echo phase shift was determined according to Eq. 5 (old CUTE model) and Eq. 9 (CMA approach). The tracking kernel size was chosen ∆x = 2 mm and ∆z = 2 mm. Echo phase tracking was performed with the 2 • angle steps and phase shift maps were accumulated over successive angle steps to obtain the echo phase shift between Tx angles Φ l and Φ l+1 (conventional tracking) and Tx/Rx angle pairs (Φ l |Φ l ) and (Φ l+1 |Φ l −1 ) (CMA approach).
SoS reconstruction implementation details
For SoS reconstruction, the phase shift maps were downsampled on to a Cartesian grid with 40 (x) by 50 (z) pixels covering 38 mm (x) by 50 mm (z). The forward models according to Eq. 21 and 22 were correspondingly formulated for a SoS distribution sampled on the same grid, resulting in square system matrices with (40·50) by (40·50) elements per angle step. The reconstructed SoS images, however, showed artefacts in the top 5 mm due to element cross talk. Further, artefacts occurred towards the lower edge of the image, independent of the initial choice of the depth range (reason yet unclear). To mask out these artefacts, the SoS images were cut in z-direction to a depth range from 5 to 40 mm for the final presentation. The regularization parameters γ x and γ z (see. Equ. 23) must be chosen in a trade-off between reducing artefacts (by enforcing a smooth slowness profile) and maximising spatial resolution. This was done by visual inspection of the reconstructed SoS images to provide good spatial resolution and artefact level to clearly distinguish the different phantom compartments.
Phantom design and materials
The goal of the phantom study was to evaluate the new and the old CUTE model in a situation mimicking our target clinical application, namely the diagnosis of liver disease. For this purpose, three different phantoms where designed, each representing as close as possible a particular geometrical anatomical structure of the liver and the abdominal wall (see Fig. 4 ).
(a) Two layer phantom: This phantom contained two horizontal (parallel to x) layers, mimicking a single fat layer (F) on top of liver tissue (L). The special feature of this type is the complete absence of lateral SoS variations but a pronounced axial variation. This geometry occurs when imaging the liver sagittally through the linea alba.
(b) Four layer phantom: In comparison to the two layer phantom, two additional layers were added, mimicking the rectus abdominis muscle (M) and the postperitoneal fat layer (F). The purpose of this phantom was to evaluate the ability of the different models in resolving axial SoS variations of thin layers, representative for a transverse section lateral to the linea alba.
(c) Laterally varying muscle diameter (LVMD) phantom: In contrast to the four layer phantom, the rectus abdominis (M) layer deviates from the parallel layer structure and consists of two wedge-shaped areas, as when imaging the liver in a transverse section through the linea alba. The phantom components were based on oil-in-gelatin emulsions [37] [38] [39] [40] . In a first step, a gelatin base solution was prepared by dissolving 20 wt% porcine gelatin (Geistlich Spezial Gelatine, health and life AG, Switzerland) in 75 • C H 2 O and adding 2 wt% cellulose (Sigmacell Cellulose Type 20, Sigma Aldrich, Switzerland) to provide uniform diffuse echogenicity. This aqueous gelatin base solution had a SoS of 1555 m/s and was used to mimic muscle (M) and liver (L). To mimic fat, medium-chain triglycerides oil (Ceres-MCT Oil, Puravita, Switzerland) (SoS = 1350 m/s) was slowly blended under continuous stirring into the aqueous gelatine base solution using a Visco Jet cone-stirrer. During this process, small oil droplets were formed and captured via hydrophobic interaction by the lipophilic part of the gelatine strings. After cooling the emulsion, the oil droplets were trapped within the gelatine matrix. The resulting SoS was determined by the emulsion's relative MCT oil weight content, in this study 0.65, resulting in a SoS of 1420 m/s. The mentioned SoS values were determined using a through-transmission time-of-fight set-up (accuracy ± 5 m/s) and will serve in the following as reference values for the SoS images.
Phantom Results
The different models were evaluated while imaging the SoS in the three different phantoms. In case of the old CUTE model, the measured echo phase shift was divided by 2 before SoS reconstruction to account for the known discrepancy between predicted (froward model) and detected phase shift (see Introduction). To investigate the influence of the CMA approach independent of the new CUTE model, the results of the old CUTE model combined with the CMA extension were also examined. Figures 5 -7 show the spatial distribution of the reconstructed SoS resulting from the different models (rows). As described in Materials and Methods, the reconstruction of the crf-mode images was based on assuming a uniform SoS valueĉ. In clinical US systems,ĉ can be flexibly chosen by the operator. To examine the influence ofĉ on the final SoS result, crf-mode images were reconstructed with four differentĉ covering the range of SoS values between fat (1420 m/s) and muscle/liver tissue (1555 m/s) ( Fig. 5 -7 columns) . The rightmost columns show the depth profiles taken at x = 20 mm, which allows a quantitative comparison between the reconstructed and the reference SoS values. The SoS images reconstructed with the old model (see Fig. 5 to 7 -top rows) show artefacts at the top corners of the images for all phantom geometries and all chosen a priori SoSĉ. For all phantoms, the fat compartment's SoS agrees well with the reference SoS when a value forĉ was chosen close to the true SoS of fat. Inside the liver and muscle, however, the sameĉ results in a distinct underestimation of SoS as well as a distortion toward the lower edge of the image. With increasingĉ, an increasing SoS is observed in all three phantom compartments, fat, muscle and liver. In the two layer phantom, the best agreement between the measured and reference SoS of the liver is found for intermediateĉ. In the four layer phantom, however, the smallest deviation from the reference SoS is found in the liver forĉ near the true liver's SoS and in the muscle layer for intermediateĉ. In case of the LVMD phantom, an increasingĉ leads not only to an increase of the mean SoS in the different compartments but also to a notable increase in artefacts, making a clear identification of the muscles difficult. Independent ofĉ, the old model is unable to reconstruct the actual liver SoS in the LVMD phantom. Furthermore, for allĉ, axial SoS variations are found inside the liver. By extending the old CUTE model with the CMA approach ( Fig. 5 to 7 Thisĉ-dependence on the SoS images in the new CUTE model can be circumvented when applying an iterative approach, based on the weak dependence ofĉ on the first layer: In a first step, the SoS reconstruction is performed with an arbitrary a priori SoSĉ. In a second step, the mean SoS c m inside a region of interest ROI in the first layer is used asĉ for the following iteration. This procedure is repeated until the termination tolerance (| c m −ĉ |< 1 m/s) is reached. Fig. 8 illustrates a preliminary implementation of this approach in a two layer phantom having an actual SoS in the first layer of 1470 m/s and 1530 m/s in the second layer. Two reconstructions were performed, one with an initialĉ of 1420 m/s and the second with an initialĉ of 1555 m/s. The black squares in Fig. 8 show the ROI for the calculation of c m . Already after two iterations, the convergence criterion (| c m −ĉ |< 1 m/s) was reached and the SoS images show no perceivable difference in the level of artefacts nor SoS values, independent of the initial guess ofĉ. This preliminary implementation shows that the SoS images reconstructed with the new CUTE model in combination with such an iterative approach are then independent of any prior knowledge. In conclusion, our comprehensive phantom study has shown that the new CUTE model allows to quantitatively determine SoS in phantoms mimicking a realistic anatomy of the liver and abdominal wall, with SoS values that are representative for healthy tissues [30, 41] . Our results promise that CUTE will allow a quantification of fatty liver disease, based on the correlation of lipid correlation [30] . The preliminary SoS image of a volunteer's liver (see. Fig. 1 ) was obtained using the new model, and underlines the promise of CUTE as a quantitative diagnostic technique that can be readily applied to in-vivo imaging. Thanks to the fast angle scanning of US systems and the low computational cost of CUTE, SoS images can routinely be displayed in parallel to conventional B-mode US. CUTE therefore can be used to image any organ that can be examined using echo US, for example the female breast to improve breast cancer diagnostics. Furthermore, knowing the spatial distribution of SoS also allows reconstrcting conventional B-mode US images with reduced aberration artefacts. In situations where the echoes are not static, e.g. inside the large blood vessels, blood flow and tissue clutter inhibit phase tracking and may cause SoS artefacts in the reconstruction. To overcome this limitation, we proposed a technique where the first order echoes from the moving blood cells are separated from the static echo clutter via a clutter wall filter as in Doppler flow imaging [42] . This technique extends the application of CUTE also to arteries, e.g. for the assessment of plaque inside the carotid artery and may also further improve liver imaging, since it can reduce SoS artefacts which may occur around hepatic veins.
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